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INTRODUCTION

Hyperbaric passive thermal survival systems have been developed to minimize core
temperature heat loss in the event of loss of power to a hyperbaric chamber or
personnel transfer capsule ("Lost Bell" scenario). One such system, the Diving Unlimited
International (DUI), has been investigated at Navy Experimental Diving Unit.' The design
of this system raised concern that adequate levels of oxygen may not be provided for
the diver.

Various studies have been performed on this system in the last decade by other
institutions. The ability of the system to thermally protect divers in a simulated "lost bell"
scenario was documented, but oxygen available to the divers was generally not
addressed. Only one of these studies, Polar Bear I, clearly documents tti# O, level in
the oral-nasal mask. In this study, the O, level decreased at 150 msw, but was
maintained above 0.20 ATA (20.2 kPa).?2 At no time during these studies were
symptoms of hypoxia documented, but the sample size was limited to only one or two
subjects per study.

Initial experiments with the DUI system at NEDU confirmed that adequate oxygen
levels may not always be provided by the DUI oral-nasal mask. In the first of various
studies, subjects donned the DUI system on the surface (0.21 ATA PO,). O, and CO,
levels in the oral-nasal mask were monitored. During this study, the peak inspired PO,
level decreased to less than 16% within 4 minutes for 3 of the 4 subjects.

Next, the system was tested in a O.44 ATA PO, environment (36 fsw, 11.16 msw)
simulating the minimum partial pressure of oxygen in a U.S. Navy saturation diving
system.® For all 4 subjects, the mask PO, level quickly decreased to 25% (0.25 ATA).
In 2 subjects the PO, decreased to less than 20% (0.2 ATA), with one continuing to less
than 14% (0.14 ATA), necessitating removal of the oral-nasal mask. Because of that one
observed failure, the present study was designed to assess the reliability of the DUI
Passive Thermal Survival System by duplicating the scenario in which the failure
occurred.*

MATERIALS
DUI SYSTEM (APPENDIX A)

--  Synthetic non-absorbent vacuum packed sleeping bag backed with
noncompressible insulation.

--  Thermal regenerator/CO2 scrubber, consisting of an oral-nasal mask attached
to a soft canister via a single corrugated plastic hose (thus a "to-fro" action).

- One-piece Thinsulate coverall including foot coverage.




METHODS
GENERAL

Nylaflow capillary tubing (0.20 cm inside diameter) was used for gas sampling of the
oral-nasal mask PCO,, PO,, and chamber PO,. Breath-to-breath analysis of oral-nasal
gases was performed with an Extrel Mass Spectrometer (Extrel Corporation, Pittsburgh
PA). Trending PO, data was continuously monitored with Rosemount Oxygen Analyzer
Model 755A (Beckman, Fullerton CA). Sampling and logging rates for breath-to-breath
analysis was 35 Hz, and logging of trending data was every 10 seconds.

Forty-eight subjects were planned to give a 95% reliability with a 90% confidence
level for the DUI system, if there were no failures. Eight diver-subjects, c@mposed of
two teams of four, entered Echo and Delta chambers of the Ocean Simulation Facility
(OSF) at one time. The chambers were then compressed to 36 fsw. Chamber PO, was
maintained at 0.44 + .02 ATA. The DUI soft scrubbers were pre-filled with approximately
2.95 kg of Sofnolime (4-8 mesh size). The first team, wearing UDT’s and tee-shirts,
entered their respective DUl systems with the remaining divers acting as tenders.
Subjects were asked to lie in a supine position and remain awake. Once all subjects
were within their systems, the oral-nasal masks were donned simultaneously. This
started "zero time." Attempts were made to cool the chamber to a comfortable level, but
a cooling profile was not performed.

Diver-subjects were to remain at rest in the system for a maximum of 30 minutes
or until termination criteria were met®. Prior to removal of the system, the subjects were
requested to perform one or more maneuvers to evaluate their effect in raising the PO,
within the oral-nasal mask. The maneuvers performed were:

Fluffing the sleeping bag

Taking a series of long, deep breaths

Taking the canister out of the sleeping bag and laying it on top
Disconnecting the corrugated tube (used to attach the oral-nasal mask to
the soft scrubber) at the point of the soft scrubber

rall Sl

*Fluffing" was performed by having the subject push out on the sleeping bag from inside
with his/her arms and hands in an attempt to “pull" fresh air into the interior of the
sleeping bag system. The combination of maneuvers performed by subjects were as
follows:

1.  Fluffing alone 4 subjects
2. Fluffing followed by deep breathing 12 subjects
3. Deep breathing alone 4 subjects
4. Deep breathing followed by fiuffing 14 subjects
5. Canister out of sleeping bag 10 subjects
6. Canister out followed by tube disconnect 4 subjects

2




When two maneuvers were performed by the same subject, time was allowed for a new
baseline to be established before the second maneuver was performed. Subjects were
asked to remove the mask if PO, levels within the oral-nasal mask fell to less than 16%
(0.16 ATA) for greater than one minute, or 14% (0.14 ATA) at any time. [f termination
was required based on oral-nasal oxygen levels, maneuvers were not performed.

Upon completion of each run, the oral-nasal masks were cleaned with Betadine, and
team two began donning the systems with team one acting as tenders. The same
protocol was performed by the second set of four divers. When all divers completed
the DUI breathing period, the chambers were surfaced and another two teams of four
divers began preparing for press. The Sofnolime in the soft canisters was changed
each day, but not between runs.

After the dive series, modified pulmonary function testing was perforged by the
subjects. These were obtained by having the subjects lie in the DUI sleeping bag
system with a brick on their chest (simulating the weight of the canister) for ten minutes
while breathing into a Collins Pneumotach Spirometer (Warren E. Collins, Inc., Braintree,
MA). The tidal volume while at rest was measured as well as the tidal volume during a
series of slow deep breaths. This was followed by a questionnaire [Appendix (B)].

DATA ANALYSIS

A 1wotal of 52 subjects participated. Two were not included in data analysis; one
because of a loose connection, and one due to spilling of the Sofnolime into the
sleeping bag. In analysis of the data, trending oral-nasal PO, was used. The low PO,
encountered in the two minutes preceding a maneuver was compared with the high PO,
during the two minutes after, and the difference in the PO, was calculated.

Baseline PO, levels during the runs did fluctuate, therefore a positive PO, difference
would inevitably f)e found. A control was therefore performed on all the subjects. The
low two minutes before, and high two minutes after the twenty minute mark was derived,
and difference calculated. This control average was compared to the effect of
maneuvers in the statistical analysis of the data.

Some initial questions had to be answered before proceeding to the final analysis.

1. When fiuffing was done alone, as compared to before or after deep breathing,
was the effect on the oral-nasal PO, significantly different? The same question needed
to be answered with regard to deep breathing. If there was not a significant difference,
the maneuvers could be pooled.

2. Did a low pre-maneuver PO, level result in a larger increase in oral-nasal PO,?
If it did, and one group generally started at a lower PO, level, then an unfair advantage
would be given that group.

3. Did each group of maneuvers start from statistically similar pre-maneuver oral-
nasal PO, levels?

The modified tidal volumes were used to evaluate if any relationship could be found
between the air moved by the subjects, and the resultant decline in PO,

3
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RESULTS

Data, including change in PO, with maneuvers, change in PO, with control, and
values from the pulmonary studies, is found in Appendix C. Figure 1 is a scattergram
of the minimum percent oxygen encountered in all of the trials. Remember the PO, in
the atmosphere the subjects were exposed to was 44% SEV (0.44 ATA). As can be
seen, two subjects’ PO, fell below 14% (0.14 ATA), necessitating termination of their
run. For one of these subjects, the PO, fell to 11.42% (0.114 ATA) briefly before levels
began to increase. No symptoms of hypoxia were reported by any of the subjects.
Based on the termination criteria, there was a 4% failure rate.
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Figure 1. Minimum oxygen level encountered in each of fifty runs.

However, due to the limited number of subjects, the binomial 95% confidence limits
on that 4% failure rate range from 0.5% to 14%. Analysis of variance revealed that
whether fluffing was performed alone, before deep breathing, or after deep breathing,
the effect on the oral-nasal oxygen was not significantly different. Deep breathing was
similarly not influenced by fiuffing. Therefore, all fluffing was pooled, regardless of when
performed, and all deep breathing was pooled. The result was 5 different groups to use
in statistical analysis:




1. Deep breathing n=30
2. Fluffing n=30
3. Canister out n=14
4. Tube disconnected n=4

5. Control n=48

Disconnecting the corrugated tubing from the soft CO, canister (which was already
outside the sleeping bag) resulted in an increase in oral-nasal PO, to a level
approximately 4% below chamber PO, regardiess of the original oral-nasal PO,.
Presumably, this was due to the increased dead space, 250 ml, provided by the mas
and corrugated tubing.

The effect of the pooled deep breathing, fluffing, and canister out of the sleeping
bag maneuvers was analyzed. Figure 2 illustrates the relationship between these three
maneuvers and their respective controls. The average PO, increase was 8.Q0% SEV for
deep breathing, 3.97% for fluffing, and 5.66% for canister out of the bag. Deep
breathing and canister out of the bag were significantly different than control, but fluffing
was not. Deep breathing was also significantly different than fluffing, but not canister out
of the bag.
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Linear regression analysis of pre-maneuver oxygen levels and change in oxygen
revealed a reliable relationship between the two variables (?= 0.216; p< 0.0001). Thus,
lower initial PG, levels resulted in a greater change in oxygen levels. When the maneuver
that had the greatest increase in PO, (deep breathing) was independently analyzed, a
much tighter fit was found (= 0.658; p< 0.0001 ). Compare this to the independent
analysis of fluffing (*= 0.168; p= 0.0243). It makes sense that a tighter fit would be
found with the maneuver that is best at acwally changing the PO,

To make sure that no maneuver strategy had an advantage by starting at lower PO,
levels, the pre-maneuver oxygen levels in all five groups were analyzed for variance. No
relationship was found. Therefore, no group had the advantage of higher changes based
on lower pre-maneuver oxygen levels.

)

No relationship was found between the subjects’ resting tidal volumes after the study
and the minimum PO, encountered during their runs. There was also no relationship
between the amount of air the subjects moved with deep breathing, and the increase in
PO, noted with the deep breathing maneuver. This is a counter-intuitive result.
Admittedly, the puimonary studies performed on the subjects were done at a later time.
Instrumentation was not available to evaluate the actual volume of air moved by the
subjects during the study at degth.

DISCUSSION

There are several theories for depressed O, leveis within the DUI system. One is that
fresh, oxygen rich air "diffuses" poorly into the sleeping bag system where the soft
canister was located. Therefore, the "air" to which the canister was exposed would
become progressively oxygen poor. Another proposed mechanism involves the system
dead space. As Appendix.A illustrates, the DUl system has a single corrugated tube
which connects the oral-nasal mask to the soft CO, scrubbing canister resulting in a “to-
fro" action. This results in a large amount of exhaled air being rebreathed at the
beginning of each breath. Although this rebreathed air would be adequately scrubbed
of CO,, O, levels could be inadequate depending on breathing patterns. The warm,
supine, quiet atmosphere relaxed the subjects, resulting in shallow breaths. Subjects
often had difficulty staying awake.

Fluffing and removing the canister from the sleeping bag are maneuvers likely to
result in diminished passive thermal protection. Deep breathing is less likely to do so.
Deep breathing, as noted above, was also the maneuver which increased the oral-nasal
PO, levels the most, short of disconnecting the soft canister from the corrugated tubing.

Attempts were made to correlate subjects’ breathing patterns with the minimum PO,
each encountered in their runs, as well as the ability to increase oxygen within the oral-
nasal masks with deep breaths. The subjects, at a later time, were put in a situation that
attempted to replicate the study conditions: a quiet, warm, comfortable position. It was
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felt that this environment could encourage shallow breathing. The inability to find any
relationship could be because the original environment was not accurately simulated, or
because of intrasubject variation. Ideally, air moved by the subjects during the study, not
at a later time, should have been measured. Unfortunately, the required instrumentation
was not available.

Taking the canister out of the sleeping bag caused a significant change in oral-nasal
PO,, but was this actually a result of the new oxygen rich atmosphere to which the
canister was exposed? If that was the reason for the increase, one would have expected
fluffing to have a similar increase. A more likely explanation would be that in the process
of getting the canister out of the sleeping bag, the subjects naturally increased their
breathing pattern, thus breathing past the dead space.

-

The dramatic rise with removal of the corrugated tubing suggests that the increased
dead space of the canister was the largest contributing factor to the low oral-nasal PO,
levels. Since deep breathing had a significant effect when the canister was within the
bag, it supports the hypothesis that increases in tidal volume beyond the dead space
volume are necessary to maintain adequate oxygen levels within the DUI soft scrubber
system.

CONCLUSIONS

Four percent (2/50) of the subjects in this study failed to maintain oral-nasal oxygen
levels above 14% SEV in a 0.44 ATA atmosphere. The result of 2 failures out of 50 trials
is consistent with a true failure rate as high as 14%. Various maneuvers were evaluated
for their effect in raising the PO, level within the oral-nasal mask. The maneuver which
had the largest effect was a series of long deep breaths, which also has the advantage
of not greatly compromising the passive thermal aspects of the system.

The most likely cause of decreased oral-nasal oxygen levels is the dead space of the
to-fro design. However, some aspect of decreased circulation into the sleeping bag,
causing a depleted oxygen source around the CO, scrubber, cannot be ruled out by this
study.

The thermal advantages provided by the Diving Unlimited International passive
thermal survival system have been shown previously.® It is felt that this system is safe for
use if subjects take a series of 5 long, deep breaths regularly while in the system. Based
on the rate of decrease of O, in the system, every 5 minutes is a reasonable interval.
This would decrease the risk of dangerous hypoxia without seriously compromising the
thermal efficiency of the system.
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APPENDIX A

[DUI POLAR BEAR IIJ

R
£

-

Three years of testing, research and real world experience brought out a number of problems experienced \
by all known bell survival systems. DUl has effectively addressed these problems in the Polar Bear |1 system.

SYSTEM COMPONENTS
SLEEPING BAG CONSTRUCTION

e Al piastic Delrin non-corrosive zippers and slides

Thinsulate insulation reduces water ingress providing excellent insulation qualities.

* The M4 non-compressible insulation in the back of the sleeping bag eliminates the mattress and the nr. :d
to rely on air filled devices.

* Narrow leg and foot section design reduces gas pumping.

-

THE COVERALL

¢ One piece Coverall provides total body protection during bell cool down and set up while operating “alves
or communications eguipment,

¢ Can be used in deck chambers and iite boats.

¢ Designed for simple immediate use.

PACKAGING

¢ Reduced size
Eliminated mattress tube

e Easier opening J




LMEW DUI SOFT CO? SCRUBBER J

SOFT DESIGN ADVANTAGE - soda
Sorb can be further activated by poundirg on the
soft canister with the palms of the handsto increase
use time.

COMFORT/SIMPLICITY -The mask, with
its puli-tab adjustments, offers extreme comfort
including a new canister support design which
places the canister weight on the neck.

VERSATILITY - Only the DUI System can bé
used in a high C0? atmosphere.

PACKING KNOWLEDGE - canister can
be filled easily, by the unfamiliar, and our unique
compression system insures against channeling.

£ASY FILL DESIGN - canister can be sent
cown empty with separate supply of Soda Sorb,
fit'ed at the surface, or during the dive. Either with a
tfraction of the time previously needed.

CANISTER VOLUME - The new soft

canister can hold 6% plus pounds.

0°* DEAD SPACE - Because of the unique
to/frc design and large surface area the 02 and C0?
dead space has been minimized. The Dwell Time in
the Bed has been increased dramatically.

H%’b@lé’v’!ﬁ'ﬁl&fq gﬂ?’é’%&'%@hw? Phone: (619) 236-1203 o Telex: 697971
® pdvance Unit
\ ﬁ%tﬁ’#ﬂ&gtrial Sst ® Dyce, Aberdeen ® Phone: (224) 724093 ¢ Telex: 739130 J
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APPENDIX B

DATE: 28-29 APRIL 1993

QUESTIONNAIRE FOR DUl ©p S8TUDY
Lost PTC Scenario, Passive Thermal Survival Systems

Diver's Name:

1. HOW WAS THE FIT OF THE ORONASAL MASK?

-
1 2 3 4 5 6 7 8 9 10 h
Very Uncomfortable Most Comfortable
COMMENTS:

2. HOW MUCH BREATHING RESISTANCE DID YOU EXPERIENCE WITH THE UNIT?

.~

1 2 3 4 5 6 7 8 9 10
NONE UNABLE TO BREATHE
COMMENTS:

3. DID YOU FIND THE WEIGI'.IT OF THE CANISTER ON YOUR CHEST UNCOMFORTABLE?

1 2 3 4 5 6 7 8 9 10
NO VERY
COMMENTS:

4. DID YOU EXPERIENCE ANY UNUSUAL FEELINGS OR SYMPTOMS? EXPLAIN:

§. ANY OTHER COMMENTS ON THE USE OF THE SYSTEM?
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